[Lower lip burn due to a fire during a blepharoplasty procedure].
A 63-year-old woman underwent bilateral blepharoplasty under local anesthesia and sedation. During surgery a fire started due to an electrocautery spark. The fire resulted in cosmetic sequelae. The factors causing a fire in the operating room are discussed and suggestions made for prevention of this complication.